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ABSTRACT 


This thesis Benes spectrometric oil analysis data in 
an attempt to determine which of various sources can affect 
the spectrometer read-out. 

The analysis of variance is used to a large extent in 
the study made of operational data gathered by the Naval 
Air Rework Facility, Pensacola, Florida. In order to satis- 
fy the normality and independence assumptions of ANOVA, 
results obtained in a previous study on the same type of 
data have been used. Some transformations of the data have 
been made so that the third assumption, homogeneity of - 


variance, can be more nearly satisfied. 
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ee ODUCT ON 


For several years, the technique of using spectrometric 
analysis of oil samples as an aid in determining the condi- 
tion of diesel engines has been employed successfully by 
major railroads and various other users of large diesel 
equipment. 

In 1956, a trial program was begun at the Naval Air Re- 
work Facility in Pensacola to determine if this method 
could also be used to monitor aircraft engines. Since that 
time, the program proved successful and evolved into the 
Naval Oil Analysis Program (NOAP) .* 

The oil reservoirs of reciprocating engines are sampled 
every 30 flight hours and the sample is then analyzed by a 
spectrometer using the rotating graphite electrode technique. 
The amount of each of 12 elements in the oil is recorded by 
the spectrometer in parts per million. These readings are 
used as an aid in determining what the operating condition 
of the engine might be. An assumption in making inferences 
about the condition of aircraft engines is that, if the 
engine 1s operating properly, the true amount of contamina- 
tion in the oil should lie within normal limits. If exces- 


Slive wear is present in an engine, it will presumably cause 


ttn recent years, the oil analysis programs of the three 
services have been combined into the Joint Oil Analysis 
Program (CJOAP). 


“~ 





Boeabpnormal addition Of metallic contaminants to the circu- 
iatans O1l, Therefore it is extremely important that the 
amount of contamination recorded at the laboratory accurate- 
ly reflect the actual amount present in the engine. 

In NOAP, there are a variety of potential sources which 
may cause erroneous spectrometer read-out. some of these 


potential error sources are: 


A. AMOUNT OF OIL USED IN ANALYSIS 
Caps containing the sample oil for analysis are "filled", 
but no special effort is made to ensure the same amount of 


eal for each analysis. 


B. ELECTRODE SOURCE 

Two different electrode manufacturers have supplied 
electrodes to the NOAP in the past and both manufacturers' 
electrodes are available for use by NOAP laboratories. 
Therefore, any difference between two analyses, similar in 
pull respects except source of manufacture of electrodes 
used in the analysis, can be attributed to the electrode 


SOUrCEe. 


me. ELECTRODE TIP CONFIGURATION 

Two different rod electrode tip configurations are being 
used in the oil analysis program. Any difference between 
two analyses in which everything for analysis is identical, 
except the electrode tip configuration, can be attributed 


to the different electrode type. 





Pree ootirluiE VISCOSITY 

In NOAP, a high viscosity (heavy) oil base and a low 
viscosity (light) oil base are used both for spectrometer 
standardization and for wear metal analysis. Therefore any 
difference in spectrometer standardization produced by using 
standards of different viscosity may produce similar differ- 


ences in wear metal’ sample analysis. 


E. AMINE SULFONATE SAMPLE CONTENT 

Small quantities of amine sulfonate are added into the 
calibration standards to retard the deterioration for their 
future use. Over time, the spectrometer readings for 
identically prepared oil samples, which differ in their 


amine sulfonate content, may not be equal. 


ie SPECTROMETER TYPE 

In NOAP, two different spectrometers, A/E35 U-3 and HB-2, 
are used for o1l analysis. There are several differences in 
design between these two models. Therefore any difference in 
analysis of two sets of calibration standards, similar in all 
respects except that one set was analyzed with A/E35 U-3, the 


other with HB-2, may be attributed to the spectrometer type. 


G. REUSING SAMPLES FOR ANALYSIS 

Samples have sometimes been reused for analysis when the 
need was urgent and additional fresh samples were not avail- 
able. Any difference between two identical analyses, except 
for the number of times that samples were used, can be 


attributed to reusing samples. 





PE eae eC ker ORS 


iieomcemteciniedl nepomtes, 1973 series [Ref. 1], consists 
of 12 reports and each report examines the effect of a 
single factor such as those described in I.A-I.G above. In 
each report, usually more than one calibration standard with 
"true" contaminant levels between 3 ppm and 300 ppm have been 
used and the spectrometer analyses of these samples have 
generally been repeated ten times for each level of the 
Factors considered. Sample means and estimates of standard 
deviations were calculated for each element from the accumu- 
lated data and they are available for the analysis presented 
in this thesis. The original raw data collected were not 
avallable for use. 

If, for example, Me 7 Eee eieccadins tO ron 1tiea 
group of size N, then the sample mean, ae and the estimate 


of the standard deviation, S, for iron are 


N 
Y >> vY.) /N 
ale 
fea 


and | (1) 


N 

2y;, fs 
o> (Y.~¥) /(N-1)]* 
i=l 


K 
il 


W 
il 


In the NOAP report, the procedure in making decisions 
was to compare the sample means and relative standard devia- 


tions, element by element, for the same type calibration 
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standard. 


Under this procedure, 


conclusions reached by NOAP asso- 


ciated with the factors considered in this report were as 


follows. 


FACTOR 


pmount of oil 


milectrode type 


Electrode source 


Sample viscosity 


Amine sulfonate 


Spectrometer type 


Reusing sample 


RESULT 


Ditreren: amounts Of O11 Can Cause 
adit pomenees in read=our. 


If the same configuration is used 
both for spectrometer standardiza- 
tion and for routine sample 
analysis, there will be no signi- 
Ficant advantage of one configura- 
tion over the other. 


Failure to restandardize the spec- 
trometer when changing from one 
Supplier's electrode to another's 
can produce very large errors in 
Sample analysis. 


Significant differences in A/E35 
U-3 spectrometer read-out can be 
expected from oils having the same 
metal contents but different 
viscosities. 


0.48 percent amine sulfonate in 
the oil has no effect on the spec- 
trometer read-out. 


The read-out differences between 
the A/E35 U-3 and HB-2 spectro- 
meters, although significant, are 
not large enough to warrant imme- 
diate replacement of the HB-2 
instrument. 


Reusing samples has no effect on 
the spectrometer read-out. 


qLaL 





i eae bomen rORMED 


In each NOAP report, the effect of a single factor (e.g. 
the amount of oil placed in the cap) is investigated at each 
of several different contaminant levels. The possibility 
then exists that the effect of the factor considered (say a 
two-thirds full cap versus a full cap) is not the same for 
ali contaminant levels, 1.e. that the factor and contaminant 
level interact. 

In NOAP, the interaction effect was not explicitly con- 
Sidered. By using the summarized NOAP data, analyses of 
variance (ANOVA) were conducted to statistically test the 
effects of the factors and whether there exists any inter- 
action between the calibration standard andthe factor con- 
sidered. 

Since problems of ANOVA are actually problems of multiple 
regression in which the design matrix has a very special 
form, the NOAP data should satisfy the three assumptions of 
multiple regression problems which are normality, indepen- 
dence and homescedasticity of observations. 

A test for normality couldn't be conducted because the 
Original NOAP data were not available in unsummarized form. 
However, a previous study [Ref. 2] was done on spectrometer 
readouts of this type. It concluded that the readings 
appear to be consistent with samples from normal populations. 


Therefore it's assumed that the normality requirements are 
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met for the NOAP data. In the same study, significant corre- 
lations between the element readings were found. For this 
reason the elements are analyzed individually ie hes: Ss EuGy . 
to avoid the dependence between element readings. Since all 
readings were carefully made, in the NOAP data under ideal 
conditions, it's assumed the readings obtained are independent 
(for the same element). 

For each element, variances were increasing with the con- 
centration level of the calibration standard. Since homesce- 
dasticity means that all observations in the analysis have the 
Same variance, it was desirable to stabilize the variances. 

It has been suggested by Baird Atomic, Inc., that the 
variability in readings for a given element is dependent on 
the true content of the element. Therefore the node e) 
was investigated and parameters k and m were determined to 
produce the best transformation of S and Y through which a 


line could be fitted with minimum error. 


ok 


sv sa tbe ¥ OO) 


A. DETERMINING THE TRANSFORMATION 

In order to decide what kind of transformation should be 
applied, a scatter plot was used. Data included in report 3 
whose subject is the effect of electrode source on the spec- 
trometer read-out were chosen for the study with the scatter 
EeLOE. 

In the scatter plot, the estimates of the standard devia- 


tions, S, were plotted versus the associated sample means, Y, 


Ws 





and the idea in determining the transformation was to reduce 
the vertical distance among points since there was already 
a rough linear structure among the points. 

Some of the ogc lmerves of the standard deviations were be- 
tween zero and one; the others were greater than one. It 
was found that values for k and m greater than one did not 
provide a very good fee tO mOodelw (2). Thus, most or the in- 
vestigation centered on values of k < l. andm <1. 

First, the square root transformation was applied only 
on S and the transformed S's were plotted versus the original 
Y's. Since the linear structure was essentially destroyed 
after the transformation, the same transformation was applied 
to the sample means and the transformed estimate of the 
standard deviations were plotted versus the transformed sample 
means. After that operation the linear structure was again 
more apparent. A demonstration of the procedure above is 
given in the Computer Output Section. 

In determining the goodness of fit of any transformation 
(values for k and min (2)), the multiple correlation coeffi- 


. 2 2 
cient R' , was used as a measure of effectiveness. 


az 
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where S$" is the average of the transformed estimate of the) 
standard deviations and a+by.* is the value of the regression 
line through the transformed points at ae associated with 
a a and b were estimated using least squares techniques 
[Ref. 4]. Having tried several transformations, the 5th 
root of the sample means and the standard deviations was 
accepted as an appropriate transformation and .2 was set as 
the value of both k and m because the values of Ro ara not 
change much for k and m smaller than .2. 

The value of R for different transformations is given 
element by element as follows. 

TABLE I 


VALUES OF R- Pes DIFFERENT TRANSFORMATIONS 


Elements Model 
Weg t= 2,5= /9 5 =|8 8 = 
Fe Sal CAE a) O65 aoe Oz 802 
Ag sie 700 5030 0338 
Al ~ 804 ~794 te co O27 26 
Cre 1026 ~664 ~742 Oe 6 
Cu Pools ~824 el 0.860 
Mg no S mols vou 0.880 
Ni 5 BhSits oo et) 0.754 
Pb moog pro meals 0.684 
sa wor . 876 fects Al O23 33 
sn ~ 746 = {Os serene Ozo2¢ 
a 189 ~824 Bel (oy i Org 00 
Md Sees Freda s859 0.888 


Ls 





The transformation using 5th roots was applied on reports 
included in this study to see 1f the same transformation 
might prove adequate for all reports. 

The value of R? for each report is given under the sub- 
ject names associated with the report as follows. 

PABGE? LL 


VALUES OF R* FOR EACH REPORT 


5 = a sb 2 






Amine 
sample sulfonate} Spectrometer | Reusing 
Viscosity Samp le Type Sample 
Content 
Fe OF 2 ioc 0.9450 O37 372 0.9486 -- 
Ag OF SicicZ 0.9423 Or cio 76 O73067 -- 
Al 0.9456 023975 Ore ci). 2 Ore 70134 -- 
Oia 0.9946 Or are) Or o2 0.5384 -- 
eu Jes BIB Os) 7 0.9414 Ors a9 0.8416 -- 
Mg O35 40 O23 0.9443 OF 306 -- 
Ni Gre 4 023568 0.9642 0.9078 -- 
ele. 0.9640 79562 Ores 2210 -- -- 
Sp! 029735 0.9432 029715 Om esky -- 
on C2309 Or22773 0.9439 Oro oe 7 -- 
ligt 0.9945 0.8914 Ooo? Oee 760 -- 
Md 0.9703 Or07 8S OWS 81) Or oes -- 


One-way ANOVA was used for report 10 whose subject is 
reusing samples because just D12.100 calibration standard 
had been used by NOAP for analysis and transformation was 
not applied because homogeneity was satisfied for all ele- 


ments except silver. 
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B. APPLICATION OF THE TRANSFORMATION 

Having decided upon the transformation, the model (2) was 
used to redetermine the estimated standard deviations. The 
method used was to adjust the transformed S's to some common 
value [Ref. 3]. The average of the transformed sample means 
was chosen as the common value because it 1S near the center 
me the range of the values of the transformed sample means. 

The technique in adjusting the values of the transformed 
S's 1s to take account of differences among the associated 
values of the transformed sample means and can be described 


as follows 


ADeecee eee ne se Cy a es) 
1 _t 1 — 
= gt Ae oD 6 Se) Fee Cea 
—_ 1 al. 
= UE) a 
ak ale 
where 
a an RS and 549 =atb-s: Sas 


a is the average of the values of the transformed 
sample means. 

Having obtained the adjusted values, the standard devia- 
imam estimates were determined as the 5th power of the corre- 
sponding ADJ. s.™ 

Bartlett's test [Ref. 3] for homogeneity of variances 
was used with the new standard deviation estimates and test 
results were determined on the basis of the observed value 


ohm x2 statistic; in other words these results are just sig- 


nificant at the level of significance equal to the tail area 


ie 





which is the probability that a ye random variable is equal 
or greater than the tabulated value of the statistic. 

For some elements, test results led to rejection of 
homogeneity because, for higher contamination levels, there 
were some observed standard deviations which varied extreme- 
ly from the fitted straight line. But the following 
analyses were run with these new values because most of 
the standard deviation estimates appeared homogeneous. 

Test results with tail areas are given under the title 


of each report, except Report 1 and 10, as follows 


IG Venls | IEE IE 


RESULTS OF TEST FOR HOMOGENEITY OF VARIANCES 


Element Tip , 


Fe pecepe ton a =< .2¢ Recep tors “<0 
Ag RECCDE HOD 8 = 7, 00 Accept for a < .0091 
Al BECCDI LO Gs 7.010 Accepe for a < 025 
Cr Accept for a < .95 Recep: sor cd: <) .se 
Cu Accept Pon Ce oS BGCepT, for a s 7024 
Mg MECe PIL TOm as 5.30 Accept for a < .016 
Ni Deee pit mois em ¢ Accept for a < .1966 
Pb Peep enor et S00 Becept FOr Osi. 75 
Sa Recepienon Cos +36 Accept for a < .075 
ol BeCepir Om. CS 3503 Accept fora < ./70 
Iba. Meee pit fOr ec. 90 Regeciaror all « 

Mo mecepe for ¢ < .70 Reject for all a 
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TABLE IV 


ResUmEo Gr eRiol FOR HOMOGENEITY OF VARIANCES 






Amine sulfonate 


—o Sample GConrene 







Accept 


Recep 






AccepE 







Accept 


ACCepDE 







Accept 


Accept 







Accept 


- Accept 






Accept 






Accept 







Reject 


ILS. 


Electrode 


Aeeep er 
Reject 
Mece pe 
Accept 
Reject 
Accept 
Accept 
Accept 
Accept 
Accept 
Accept 


Accept 


for 
Tor 
woe 
Lor 
Lew 
for 
or 
for 
for 
mone 
bor 


for 


a < 
all 
a < 
a < 


all 


Q Q 
lA [a 


2 
JA 


Source 


0 


le) 


s05 


OS 


HO 


peg 


20:25 


EO) 


1025 


20:09 


7026 


2 73 





Wasleh le 


oooh “HOR TIOMOGENELTEY OF VARIANCES 


Element 


Ee 
Ag 
Al 
Cr 
Cu 
Mg 
Ni 
Pb 
Sal 
on 
flea 


Mo 


spectrometer Type 


Accept 
Reject 
Accept 
Reject 
Reject 
Accept 


Accept 


20 


for alla 


Lor 
Wea 
arene 
jena 
ela 
mepe 
weve 
hor 
eng 


tor 


all 


all 


all 


all 


all 


alee 


all 


all 


all 


al 


0 


< 


lA 


[A 


| A 


JA 


.0068 


2022 


0) Ser 





C. RESULTS FROM ANOVA 


In this study, the model used for ANOVA is 


eee Owe ee Ge Sr 5 
where 1 =1, ----, I 
jzl, ----, 4 
k = 1, ----, K 
The parameter yw is called the overall mean and Fat 1s 
called the error in estimation. The parameters Ais ~77> Gy 


are called the main effects of factor A, and the parameters 
Bs > --- B 5 are called the main effects of factor B. The 
parameters Yis> for i121,---,I and J=1,---,J are called the 
interactions. I, J and K are the number of levels of the 
factor’ considered, the number of levels of contaminant and 
the number of replications for each combination of factors, 
respectively. 

In finding the numerical values of the sum of squares 
in Table VI, the original sample means and the adjusted 
standard deviation estimates were used. The F statistic 
associated with the main effect of A is used to test the ef- 
fect of the factor considered; the F statistic associated 
faethe Main effect of B is used to test the effect of 
level of contaminant and the F statistic associated with 
the interaction is used to test the interaction effect. 
ANOVA was used for each report, except Report 1 whose subject 


Is the effect of the amount of o11 used in-analysis and 


al 
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numerical results obtained from the analysis are given for 


report 3 in the Computer Output Section. 


D. GRAPHICAL REPRESENTATION OF THE INTERACTION 

Another way of explaining the interaction is to ask 
whether the difference in response for various levels of the 
factor considered is the same for all levels of contaminant. 
If these differences are equal, there is no interaction. 
Therefore the averages of the spectrometer read-out taken at 
each level of contamination. have been plotted versus the 
true concentration of the contaminant levels anda line has 
been estimated for each level of the factor considered. 

Using a "t" test [Ref. 3], the slopes of the lines have 
been compared to see whether the lines are parallel or not. 
Peeilits of the tests and the graphs show that the lines are 
Mou parallel for most of the reports. The graphs for each 
element were presented in the Computer Output Section for 
report 2 whose subject is the effect of the electrode tip 


configuration on the spectrometer read-out. Results of that 


Best fOr each report are given in the Computer Output Section. 


as 





IV. CONCLUSION 


The investigation of the NOAP data led to the main con- 
clusion that, generally there are interactions between the 
level of contamination and TOB2 Os the factors considered. 
The results obtained for the effect of the factors were given 
under the title of the associated reports considered in this 
study. The results were obtained by ANOVA at the .05 level 
of significance. For report one, amount of oil used in 
analysis, a t test [Ref. 4] was conducted because just one 


level of contamination had been used. 


Peete FECT OF THE AMOUNT OF OIL USED IN ANALYSIS 

In comparing the full size sample with the 2/3 size 
sample, it was determined that the means of the samples were 
not equal for the elements, aluminum, chromium, copper, 
nickel and tin. The observations using full size samples 
had larger means. Since five of 12 elements have larger 
means , the amount of oil used in the analysis can change the 


Spectrometer read-out. 


PeeecereCr OF ELECTRODE TIP CONFIGURATION 

For silver, there is no interaction effect between the 
level of contamination and the electrode tip configuration, 
But there 1s a statistically significant difference between 


types of configuration. 
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For other elements, the values of F statistics used to 
test interaction and the effect of the electrode type were 
larger than tabulated values at associated degree of freedoms. 
Therefore it may be said that there 1s interaction between 
mime level of contamination and the electrode type, and that 


the effect of the electrode type is statistically significant. 


Meee rect OF ELECTRODE SOURCE 
1. On Taking Observations 
There is a Statistically significant interaction ef- 
fect between the level of contamination and the electrode 
source. The effect of the electrode source is statistically 
Significant. The observations taken by an electrode produced 
by manufacturer "A" are larger than the observations taken by 
an electrode produced by manufacturer "B" at each level of 
contantimandon for each element. Therefore it might be said 
that "A" electrodes produce a larger read-out. 
ee Dene opeCerometer Standard: Zation 
In order to see the effect of the electrode source in 
standardizing a spectrometer, readings, taken with "A" 
electrodes, on the spectrometer standardized with "A" elec- 
trodes were compared with readings, taken with "A" electrodes, 
on the same kind of spectrometer standardized with "B" elec- 
trodes. The same procedure was done with readings taken by 
"B" electrodes. 
Results of analysis have shown that there is statistical- 


ly significant interaction between the level of contamination 


fas 





and the electrode source, and that the effect of electrode 


source 1s significant. 


ieee SEFECT OF SAMPLE VISCOSITY ON A/E35-U SPECTROMETER 

There is a statistically significant interaction between 
the level of contamination and the sample viscosity. 

For titanium, there is no effect of sample viscosity, 
But for Peano poenents the sample viscosity effect is 
Statistically significant. 

The observations taken with the heavy oil havé a larger 
average read-out. Therefore it can be said that heavy oil 


produces higher read-out. 


fee INITIAL EFFECT OF AMINE SULFONATE ON A/E35-U SPECTROMETER 
‘There is a statistically significant interaction between 

the level of contamination and amine sulfonate in the oil. 
For aluminum and tin, there is no effect of amine 

sulfonate, but for the other elements amine sulfonate effect 


is statistically significant. 


Meee rec. OF THE SPECTROMETER TYPE 

There is a 3 genie cgeu ey Slgnificant interaction between 
the level of contamination and the spectrometer type. 

The effects of the spectrometer types are not equal and 


the A/E35-U spectrometer produces larger read-out. 


G. EFFECT OF REUSING SAMPLES 
Reusing samples for analysis does not have any effect on 


the spectrometer read-out. 
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COMEUar OU TP Ut 


In this section, scatter plots obtained by APL~ are given. 
maeecach plot, components of Y vector are the transformed esti- 
mates of standard deviations and components of X vector are 
the transformed sample means as indicated above plots. 

Following scatter plots, for report 3, original standard 
deviations and their adjusted values are given with the results 
from ANOVA for an element indicated on each page. 

As a final part, results of "t" test examining slope of 
lines for interaction effect for each report and the graphs 
associated with the graphical representation of interaction 


for each element in report 2 are given. 


‘arithmetic programming language. 
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ELEMENT: IRON 





ORIGINAL STANDARD ADJUSTED STANDARD 
DEVIATION ESTIMATES | DEVIATION ESTIMATES 

0.8688 

0.8579 

0.9536 

1.1638 

0.3697" 

0.3319% 

0.7676 

ee IbILES)< 

1.0609 

1.3458 

1.5620 

2.2710% 

ANOVA 

SOURCE OF DEGREE OF SUM OF 
VARIATION FREEDOM SQUARES F RATIO 
Overall mean 1: 389198.875 | 
Effect of A 1 1534.162 1123.2006 
Effect of B 5 634133.375 92853.062 
Interaction 5 2459.881 360.188 
Residuals 48 Soh e le) 
Total 60 1027392.125 
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ELEMENT: SILVER 





ORIGINAL STANDARD ADJUSTED STANDARD 
DEVIATION ESTIMATES DEVIATION ESTIMATES 
ei, 
Oe I625 
OR sie Bel ls 
oO oes 
On 27292 
pe 0 23 
gh oh lLicuae 
lee Seles 
a La (SIE DRS te 
syle) ches! 
3 SOT 
Wo L74y 
ANOVA 
SOURCE OF DEGREE OF SUM OF 
VARIATION FREEDOM SQUARES F RATIO 
Overall mean a 8783 sono 7 | 
Effect of A L 1902.904 Oo 2 
Effect of B 5 457607.562 30666 .886 
Interaction 5 W4US6.S46 298265 
Residuals 4 8 ISS 
Total | 60 792446..687 
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ELEMENT: ALUMINUM 


ORIGINAL STANDARD 
DEVIATION ESTIMATES 


| SOURCE OF 
VARIATION 


Overall mean 
Effect of A 

Effect of B 

Interaction 
Residuals 


Total 





DEGREE OF 
FREEDOM 


48 


60 


ANOVA 


SUM OF 
SQUARES 


6) ee) ale sh 
652 

o) ciel bese 
alee 
86 


Sa 7 Ae, 


32 


WS 


.08 


ey 


706 


5 lies 


625 


0 


0 


ADJUSTED STANDARD 
DEVIATION ESTIMATES 


.9811 
.6692 
.4738 
. 3009 
4641 - 
.9831 


S07 


.0605 


. 3343 


mee Sie 


- 748 


~8494 


F RATIO 


363.164 
66400.187 


125052 





ELEMENT: CHROMIUM 





ORIGINAL STANDARD ADJUSTED STANDARD 
DEVIATION ESTIMATES DEVIATION ESTIMATES 
Oh ees) Fas 
Gi 6s.ci3 
0.4957 
OCs 
Or 325.9 
O30 
1... O:Salke 
tees ees 
Doe here 
Oe Sd bsys 
Oe hey OY 
3.3544 
ANOVA 
SOURCE OF DEGREE OF SUM OF 
VARIATION FREEDOM SQUARES F RATIO 
Overall mean ae! 378036.75 ~ 
Effect of A i 1S Oe Ors alee ae 2 
Effect of B 5 582492.75 72446 .00 
Interaction 5 419.84 52.217 
Residuals 48 Paes 
Total 60 961217.187 
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ELEMENT: COPPER 





ORIGINAL STANDARD ADJUSTED STANDARD 
DEVIATION ESTIMATES DEVIATION ESTIMATES 
5 1L0) 3e 
1.1409 
0.5168 
0.9436 
ORssa1 * 
0.7923 
1 een 
1.4445 
06727 
0.3850 
0.9468 
3.3501 
ANOVA 
SOURCE OF DEGREE OF SUM OF 
VARIATION FREEDOM SQUARES F RATIO 
Overall mean ‘1 331227.875 
Effect of A Ll 918.83 523.1 
Effect of B 5 u53855.812 51676 .98 
Interaction 5 2959.404 336.96 
Residuals 48 84.312 
Total 60 789046 .50 
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ELEMENT: MAGNESIUM 





ORIGINAL STANDARD ADJUSTED STANDARD 
DEVIATION ESTIMATES DEVIATION ESTIMATES 
Oreeoo 
Oreo one 
Ne Pehle 
ese ee: 
0.3098 
Daas 
Lee 
Ere oar 
1.1984 
1.03086 
Bis erone 
Zao 28s 
ANOVA 
SOURCE OF DEGREE OF SUT eOr 
VARIATION FREEDOM SQUARES F RATIO 
Overall mean a3 SaaS tA O62 - 
Effect of A uf 1427.88 Cire (ae 
Effect of B 5 533159 .937 58080.371 
Interaction 5 2164.597 23 5a e02 
Residuals 48 Biome 
Total 60 OSs 6 Aes OrZ 
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ELEMENT: NICKEL 





ORIGINAL STANDARD ADJUSTED STANDARD 
DEVIATION ESTIMATES DEVIATION ESTIMATES 
Laclede 
0.6267 
Pole ooo 
1S Aes 
0.2425 
Tey hela, 
1.3290 
2.1149 
0.6450 
LP 0349 
1.4542 
Hite te /h€] 305) 
ANOVA 
SOURCE OF DEGREE OF SUMMOr 
VARIATION FREEDOM SQUARES F RATIO 
Overall mean al oy 2 es 0G 2 
Effect of A 1 Sore ZS 166 .47 
Effect of B 5 583194.125 57942.187 
Interaction 5 LO Se, Beit. Ib) Ze Si S6 
Residuals 4.8 Sibie biZ 
Total 60 Viomka7 42s 
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ELEMENT: LEAD 








ORIGINAL STANDARD ADJUSTED STANDARD 
DEVIATION ESTIMATES DEVIATION ESTIMATES 
2.6565 
0.3 9.7197 
igen 1.5508 
1.8 TAS 70 
aoa 0.5825 
LS 1.4885 
0.46 1.5174 
0.9 m W706 
0.5 0.5896 
eo T0501 
Dy 7 ae gon 
6.7 2.5978 
ANOVA 
SOURCE OF DEGREE OF SUM OF 
VARIATION FREEDOM SQUARES F RATIO 
Overall mean ae BN 8 LS 
Effect of A i. 581.59 221.338 
Effect of B 5 540650.437 41151.585 
Interaction 5 1408.646 107.219 
Residuals 4. 8 26.125 
Total 60 914890.500 
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ELEMENT: SILICON 


ORIGINAL STANDARD 
DEVIATION ESTIMATES 


SOURCE OF 
VARIATION 


Overall mean 
Effect of A 
Effect of B 
Interaction 
Residuals 


Total 





DEGREE OF 
FREEDOM 


i 


48 


60 


ANOVA 


SUM OF 
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SO e722 9% 
2982 
Svs) pele 
fie i - 
oo 


976586. 


38 


S116) 7 


yes 


facie 


0. 


0% 


0 


3720 


8866 


Soy 7 


057 7 


8386 
2038 
9271 
9292 
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.8064% 
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ELEMENT: TIN 





ORIGINAL STANDARD ADJUSTED STANDARD 
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0.2421 

1.4575 
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O72 ie 

dee 263Z 

2.4744 

line 2.0.3 

Cig 237 

Or38:0:/.0 

is 26 

yao ORs 

ANOVA 

SOURCE OF DEGREE OF SUM OF 
VARIATION FREEDOM SQUARES F RATIO 
Overall mean 1 Se Oe tod 
Effect of A ik , 348.032 135.062 
Effect of B 5 578058.812 u4866.015 
Interaction 5 495.559 38.46 
Residuals 48 Ip aire ley |S) @ 
Total 60 SA OILS) ales 7) 
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ELEMENT: TITANIUM 









ORIGINAL STANDARD 
DEVIATION ESTIMATES 


ADJUSTED STANDARD 
DEVIATION ESTIMATES 





1.1743 
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0.4356 

1 2S 

1.4364 

deo? 

Ota) a vals, 

leer ore LO 

3.25984 

ANOVA 

SOURCE OF DEGREE OF SUM OF 
VARIATION FREEDOM SQUARES F RATIO 
Overall mean pea 66 0ibo 22 ole 
Effect of A ik | 1436 .672 704.574 
Effect of B : 536888.437 52660.320 
Interaction 9 PALO oe ee a 212.203 
Residuals 48 Si she 
Total 60 DOW soe 25 
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ELEMENT: MOLYBDENUM 





ORIGINAL STANDARD ADJUSTED STANDARD 
DEVIATION ESTIMATES DEVIATION ESTIMATES 
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1 anal 
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u 0814 

ANOVA 

SOURCE OF DEGREE OF SUM OF 
VARIATION FREEDOM SQUARES F RATIO 
Overall mean lee MO og 7. 6 lz - 
Effect of A i 7 2021.89 486.013 
Effect of B 5 601577.062 28920.875 
Interaction 5 2688.41 129.2uS 
Residuals L 8 199.687 
Total 60 1015075.000 
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Mec hoe One = | bol erOR EESTING SLOPE OF LINES 


Poser On oOUnCE 


SLEMENT wie SoA bo hhGs DE Re oti © 
Fe Zoe o 1 116 Reject 
Ag 0.000228 Jil) Accept 
Al 34.438 Tle Reject 
oa 382286 6 Reject 
Cu . 14.528 116 . Reject 
Mg L6e7 36 LLG Reject 
Ni 14.541 ILS Reject 
Pb ZO 00 S a6 Reject 
Si. eq) 6 1 Sys dlalis Reject 
Sigh . Zeta |: 116 Reject 
as: 9.9422 ibis Reject 
Mo U2 303 116 Reject 
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Sr eevee Crock Lv 


SLEMENT Teas bol LC Dip Results 
Fe 9.6622 | 108 Reject 
Ag 21.641 108 Reject 
Al go 5054 108 Reject 
cr 39.416 108 Reject 

mecuy -. 24.615 2 108 Reject 
Mg 1b Se 108 Reject 
Ni , 24.763 108 Reweee 
lee Zoo .G 108 Reject 
si era 286 108 Reject 
Sn | 29.192 108 Reject 
Stat =7 33133 108 Reject 
Mo -28.515 108 Ratiack 
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AMINE SULFONATE SAMPLE CONTENT 


ELEMENT Heo eotA Lis lics DF Resvis 
Fe : ope cdlcre 108 Reject 
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Al Sa h2e's ; 108 Reject 
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Cu 12.654 — -:108 Reject 
Mg ZH 2 108 Reject 
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SEECI ROME PER TYPE 


eOEMENT et Se SUIS eS DF RESULTS 
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alfa’ -6.3549 108 Reject 
Mo = 108 Reject 
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